Silk Device for the Treatment of Intracranial Aneurysms, Part 2: Factors Related to Clinical and Angiographic Outcome

Tunca KAYA, Ergun DAGLI OGLU, Erdem GUR KAS, Ilkay AKMANGIT, Ahmet PEKER, Deniz BELEN, Dogan DEDE, Atilla Halil ELHAN, Anil ARAT

1 Ankara Numune Training and Research Hospital, Department of Radiology, Ankara, Turkey
2 Ankara Numune Training and Research Hospital, Department of Neurosurgery, Ankara, Turkey
3 Ankara Numune Training and Research Hospital, Department of Neurology, Ankara, Turkey
4 Hacettepe University, Medical Faculty, Department of Radiology, Ankara, Turkey
5 Ankara University, Medical Faculty, Department of Biostatistics, Ankara, Turkey

ABSTRACT

AIM: To report patient and procedure-related factors affecting the angiographic and clinical outcome in patients treated with the Silk device.

MATERIAL and METHODS: All patients with intracranial aneurysms in whom treatment was attempted with the Silk flow diverter by our neurovascular team between October 2010 and November 2013 were included consecutively. The data was analyzed by an independent stroke neurologist not involved in the treatment of the patients.

RESULTS: A total of 96 patients (64 female) with ages range from 3 to 78 were included in this study. We found that 54 of the patients were asymptomatic and 42 of them symptomatic, while 21 had a prior history of subarachnoid hemorrhage (SAH). Mean aneurysm size was 10.2 mm (range 2 to 40 mm). 2 patients died due to consequences of SAH. 3 patients developed visual decline on the follow-up, 2 of these were procedure-related. Symptomatic thromboembolic events were noted in 7 cases. Patients with aneurysms smaller than 13 mm had significantly less complications and higher occlusion rates. The complication rate was significantly high in patients admitted with symptoms. Adjunctive coiling had no impact on outcome.

CONCLUSION: Safety and efficacy of flow diversion in this series was closely related to aneurysm size and presenting symptoms. A size cut-off for safety and efficacy has not been reported before and will be useful not only for future studies but also for patient counseling in daily practice. The futility of adjunctive coiling in this series calls for reappraisal of the current recommendations for this specific device.

KEYWORDS: Silk device, Intracranial aneurysms, Outcome

INTRODUCTION

Flow diverter (FD) devices have been the current endovascular treatment option for the hardly treated intracranial wide-necked, fusiform and giant aneurysms (7). Recently, flow diverter stents have been the most important treatment modality because of acceptable morbidity, mortality and high aneurysm occlusion rates (9). Except for a few small studies, experimental studies in the literature consist of studies where other adjunct devices other than flow diverters are not used and they do not represent the small narrow-necked aneurysms frequently seen in routine daily practice. In these studies, flow diverter stents direct the blood flow along the parent artery (13) and provide stasis of the blood inside the aneurysm to promote thrombosis of the aneurysm...
and also function as a scaffold for the neo-intimal growth of the parent artery (6). In clinical studies, FD devices were used alone without using adjunct devices in the literature. Although there is manufacturer disclosure regarding the use of these devices with coils for aneurysms larger than 15 mm, there is no literature data present for the concomitant use of coils and other devices with FD stents.

FD stents were usually used for the unruptured and internal carotid artery located aneurysms, but nowadays they are frequently used for aneurysms with different locations, although number of published reports for their use in other sites are relatively small (19).

Additionally, all published and shared experiences in the literature emphasize the functionality and efficiency of FDs. This is well known and experienced by many operators and clinics (18) but surprisingly the factors associated with aneurysm occlusion rates and variables playing a role in complication formation have not been considered, and the comparative role of adjunct endovascular techniques, aneurysm or patient characteristics on the outcome have not been studied. In this study, our aim was to discuss the above previously unmentioned issues in a series of patients with intracranial aneurysms treated with the Silk Flow Diverter Device (Balt Extrusion, Montmorency, France).

## MATERIAL and METHODS

All the patients with intracranial aneurysms treated with the Silk device (Balt Extrusion, Montmorency, France) by our neurovascular team between October 2010 and November 2013 were included consecutively regardless of the success of the procedure. The data were analyzed by an independent stroke neurologist not participated to the procedures. Treatment and characteristics of the aneurysms were evaluated by the same neurologist. For the final evaluation, only the patients with a clinical and/or angiographic follow-up were included. Early outcomes of the patients treated were discussed in detail in the first part of the study.

Patients were called for the clinical and non-invasive radiological (magnetic resonance imaging or computed tomography) follow-up in between 1-3 months. In addition all the patients were recalled for the digital subtraction angiography at 6 months. Then periodical follow-up was continued as once a year.

Aneurysm occlusion rate and parent artery patency were measured using the Byrne Axis 1 and Axis 2 classification (2).

106 patients with 127 aneurysms were treated in 116 procedures using the Silk device. Among these patients, only the patients with clinical and radiological follow-up were included in the final study group. (96 patients, 113 aneurysms and 104 procedures). Statistical analysis was performed for 104 procedures. Statistical analysis regarding angiographic outcome was made only for the patients with imaging follow-up and statistical analysis regarding clinical results regardless of the procedural success was made for the patients with clinical follow-up.

Statistical Analysis

Categorical variables were assessed by Chi-square test or Fisher’s Exact test, where applicable. The Shapiro-Wilk test was used to test normality assumptions of the continuous variables. Continuous variables were evaluated by Student’s t test or Mann-Whitney U test, where appropriate. A multiple logistic regression was performed to identify the independent risk factors of outcome variables and adjusted odds ratios with their 95% confidence intervals were calculated. Receiver operating characteristic (ROC) curves were used to describe the performance of diagnostic value of alternative tests. A p value less than 0.05 was considered as significant.

## RESULTS

A total of 96 patients (32 [33.3%] male, 64 [66.7%] female) with an age range of 3 to 78 years were included in this study. We found that 54 (56.3%) of the total number of patients were asymptomatic and 42 (43.7%) of them were symptomatic, while 21 (21.8%) had subarachnoid hemorrhage (SAH) in their history. Signs and symptoms at admission were SAH in 26 (27.8%) patients, headache in 16 (17.2%) patients, recanalization in 10 (10.41%) patients, diplopia in 1 (1.04%) patient and third nerve palsy in 1 (1.04%) patient, left upper extremity hypoesthesia in 1 (1.04%) patient, ophthalmoplegia in 1 (1.04%) patient. The aneurysms in 40 (41.7%) patients were found incidentally. Aneurysm size ranges from 2 to 40 mm with an average diameter of 10.17 mm.

Locations of the 113 aneurysms are shown in Table I.

112 of the 116 procedures (96.5%) were completed with a successful stent placement. Among 4 unsuccessful procedures where stents were malpositioned, stent catheter was prolapsed inside the aneurysm while navigating the stent

<table>
<thead>
<tr>
<th>Table I: Localizations of Aneurysms</th>
</tr>
</thead>
<tbody>
<tr>
<td>Total number of aneurysms</td>
</tr>
<tr>
<td>Anterior circulation</td>
</tr>
<tr>
<td>Posterior circulation</td>
</tr>
<tr>
<td>Supraclinoid</td>
</tr>
<tr>
<td>Paraophthalmic</td>
</tr>
<tr>
<td>Middle cerebral artery</td>
</tr>
<tr>
<td>Petrocavernous</td>
</tr>
<tr>
<td>Vertebral artery V4 segment</td>
</tr>
<tr>
<td>Vertebrobasilar junction</td>
</tr>
<tr>
<td>Mid-basilar segment</td>
</tr>
<tr>
<td>Anterior communicating artery</td>
</tr>
<tr>
<td>Basilar tip</td>
</tr>
<tr>
<td>Cervical segment of the internal carotid artery</td>
</tr>
</tbody>
</table>
several times in the first patient, and the catheter and device were therefore retrieved without flow diversion. In the second patient, the microcatheter could not be navigated across the aneurysm neck. In the third patient, the stent was retrieved because of the malposition of the stent. In the last patient, the stent could not be placed due to the severe spasm in the proximal portion of the parent artery.

In one patient, the scaffolding Leo stents (Balt Extrusion, Montmorency, France) were seen to occlude the aneurysm totally as the Silk device was navigated, the device was thus retrieved and procedure was completed without using Silk device.

In 32 (42.3%) out of 104 procedures, stents were used, in 26 (25%) out of 104 procedures, coils were used as an adjunct to the Silk device. In 13 patients, both coils and stents were used simultaneously with Silk device. In addition 12 (37.5%) stents had been placed in the preceding treatment sessions.

2 patients died due to effects of the SAH. 3 patients developed visual decline in the follow-up, 2 of them are thought to be due to flow diversion procedure. In 7 patients, a thromboembolic event developed. In one of these patients, it was due to the premature discontinuation of the antiplatelet treatment, which resolved without sequel. In another patient, on follow-up, thromboembolic event occurred related to the supplied territory of the artery jailed by the flow diverter. The patient was unable to provide a reliable history of adherence to clopidogrel. This patient had unilateral lower extremity severe paresis. In one patient, there was total occlusion of the ipsilateral middle cerebral artery (MCA) during the pre-procedural angiogram which was recanalized partially with a stentriever; the aneurysm was treated successfully but the patient had severe hemiparesis on follow-up. In the 3 patients with total occlusion, 1 patient died due to cerebral infarction, the other 2 patients died due to hemorrhagic conversion of the cerebral infarctions. 1 patient was discharged to home with neurologic deficit but was later lost to follow up and not included in the final analysis. Intracerebral hemorrhage was observed in 2 patients, both resulting with exitus, one was on the contralateral side and the other was due to arterial rupture while inflating the balloon for the FD stent. 1 patient died due to myocardial infarction on follow-up. One patient had ataxia because of instant re-stenosis. In a patient with giant aneurysm, patient was decided to be intubated during the post-procedural first 48 hours for a better control of the arterial blood pressure and bleeding, but during the intensive care unit stay the patient had hypoxic brain injury resulting in death because of accidental extubation. In 1 patient, multiple Silk devices were placed for a dissecting aneurysm in the basilar artery, the patient had contralateral hemiparesis on follow-up. 1 patient had self-limiting carotid-cavernous fistula (CCF) during the procedure and CCF remained asymptomatic during follow-up. Procedure-related mortality and severe morbidity (mrs ≥ 3) was found as 9.6%.

96 procedures with imaging follow-up available were classified according to the Byrne Axis I (degree of aneurysm occlusion). On control angiograms, Grade 4 (complete occlusion) was observed in 76 (79.1%) aneurysms, Grade 3 (Contrast filling limited to aneurysmal neck) was seen in 17 (17.7%) aneurysms, Grade 2 (Less than 50% contrast filling of the aneurysm sac) was seen in 3 (3.12%) aneurysms and Grade 1 (More than 50% contrast filling of the aneurysmal sac) was seen in 1 (1.05%) patient, no aneurysm was grade 0 (no change in the endoaneurysmal flow).

For parent artery patency, Byrne Axis II (patency status of the parent artery) classification was used. For the 96 procedures with radiological follow-up, 89 (92.7%) were grade a (no change in parent artery), 3 (3.12%) arteries were grade b (parent artery stenosis) and 4 (4.16%) were grade c (parent artery occlusion).

Likelihood of having unfavorable outcome for patients whose aneurysms were greater than 13 mm was 9.63 times higher than that of patients whose aneurysms were smaller. (p=0.004) (95% CI for Adjusted OR 2.10-44.26) According to ROC analysis, cut-off value of 13 was selected for aneurysm size with a sensitivity of 70% and specificity of 79.8% to discriminate patients with and without complications (Area under the ROC curve±Standard Error (AUC±SE = 0.762±0.082, 95% CI for AUC 0.600-0.923, p=0.007). Likelihood of having complication for patients who admitted to the hospital with symptoms was 6.51 times higher than that of patients who were asymptomatic. (p=0.033) (95% CI for Adj OR1.16-36.50) (Table II).

Additionally, for the 26 (25%) out of 104 procedures the use of coils as adjunct to Silk device had no effect either on complication rate (p=0.116) or on aneurysm occlusion rate (p=0.774).

Likelihood of total aneurysm occlusion for patients whose aneurysm size is less than 13 mm is 3.15 times higher than that of patients with larger aneurysms. (p=0.040) (95% CI for Adjusted OR 1.05-9.44).

Likelihood of parent artery occlusion or narrowing for patients who were admitted to the hospital with symptoms was 10.28 times higher than that of patients who were asymptomatic. (p=0.036) (95% CI for Adj OR 1.17-90.55). There was no difference in the rate of adverse events when procedures involving the anterior and posterior circulations were compared (Chi Square test, P=0.39).

### Table II: Risk Factors for Complications, Adjusted for Age and Sex

<table>
<thead>
<tr>
<th>Risk Factors for Complications</th>
<th>OR</th>
<th>95% CI for OR</th>
<th>OR Adj*</th>
<th>95% CI for OR adj</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Aneurysm size ≥ 13 mm</td>
<td>9.21</td>
<td>2.18 - 39.00</td>
<td>9.63</td>
<td>2.1 - 44.26</td>
<td>0.004</td>
</tr>
<tr>
<td>Symptomatic</td>
<td>6.16</td>
<td>1.24 - 30.64</td>
<td>6.51</td>
<td>1.16 - 36.50</td>
<td>0.033</td>
</tr>
</tbody>
</table>
DISCUSSION

Operator experience and widespread use have been increasing for the FD stents, which as a result widens the therapeutic spectrum. Mortality and morbidity rates regarding the use of FD stents especially for ICA aneurysms are well known, the rates of complications and aneurysm occlusions in this localization are reported in the literature (1). Although these devices have become widely used, surprisingly the factors contributing to complication formation and aneurysm occlusion have not been determined and presented enough. Notwithstanding the fact that the previous studies on FD have generally focused on the implementation of the devices alone (without the use of coils or stents) and mostly in patients without acute presentation (such as subarachnoid hemorrhage or acute infarction), in most practices, use of adjunctive devices in a variety of clinical presentations is the reality. We tried to determine the factors affecting the final outcome in EVT with flow diverters.

In this series, 10 (9.6%) out of 104 procedures resulted in procedure related mortality or significant morbidity. In the literature, the rate of mortality and morbidity changes from 0% to 22% (1,16).

Factors affecting clinical outcome

In our series, the most important variable affecting the outcome was the size of the treated aneurysm. The risk for complication occurrence decreased significantly as the aneurysm size decreased. For the aneurysms with a size of less than 13 mm, the rate for an unfavorable outcome at a mean follow-up of 8 months was 2.63% and is comparable to that of coiling with or without balloon/stent assistance. (12,15)

As the size of the majority of the treated aneurysms is less than 10 mm, FD stents have become an alternative to the surgical or conventional endovascular techniques for the treatment of small intracranial side wall or fusiform aneurysms.

For a final conclusion, randomized comparison of FD’s and conventional treatment modalities is needed for the treatment of such aneurysms.

The second factor contributing to unfavorable outcome is the presence of symptoms at admission. We found significantly low unfavorable outcome for the incidentally found aneurysms treated with FD stents (Adj. OR 6.51). This finding directs us to use the conventional treatment strategies in the acute setting for the patients presenting with SAH to prevent re-rupture and to use FD stents afterwards in another treatment session when the patient is clinically stable.

In our series, FD use in perforator rich arteries when compared to FD use at locations where no perforating branches exist do not exert any significance in terms of complications. This finding suggests that FD use is safe in perforator rich arteries. But in perforator rich arteries, use of multiple FDs results in increased risk of procedure related permanent complications. As strut concentration increases significantly with simultaneous use of multiple FDs, this can cause the occlusion of the perforating branches with a resultant significant increase of the complication rates. On the other hand, concomitant use of stent with FDs in perforator rich arteries did not increase the procedure related complication rates. Coil use was not associated with additional morbidity and mortality on follow-up. Results were also confirmed with size-adjusted analysis.

Factors affecting angiographic results on follow-up

As consistent with the literature, total occlusion rate was succeeded in 76 (79.1%) of the procedures (5,12). Aneurysm size was also a statistical variable for aneurysm occlusion rates as in the case of clinical outcome. This suggests that the high occlusion rates of larger aneurysms encountered in the early trials including selected cases (11,10,8) may not be observed in real world applications. This phenomenon of discordant study and real-world results has been observed in the cardiology literature previously (4).

Another interesting result was the demonstration of the absence of a favorable effect of intrasaccular coils on the final angiographic result. This finding was reproduced in size-adjusted analysis as well.

The status of the parent artery during follow-up was influenced by the symptoms of the patients on admission to the hospital. Again in early trials, patients presenting with SAH or dissection at acute stage were very limited in number although in the real world experience FDs can be used for these patients. In our series, parent artery compromise was seen more frequently. Among our patients, 4 (4.6%) have developed parent artery occlusion but the parent artery occlusion has been reported up to 14% of aneurysms in the literature (2). It is possible that our vigorous anti-aggregation regimen may have led to a decrease of parent artery occlusions at expense of a better occlusion rate in our cohort.

The patency of the parent artery was not related to the diameter of the device used for treatment in our series suggesting that multiple patient related and extrinsic factors may play a role in this phenomenon.

In our cohort, we observed fish mouthing (distal tapering) as reported in recent series, but unlike these recent reports, we did not observe creeping stent phenomenon. The rate of these two phenomena were reported as 13%. In our series, configuration change was 1% which is remarkably low when compared to studies where the same stent was used (3).

In our series, for large aneurysms, aneurysm filling was more frequently observed at angiographic follow-up. We have also seen aneurysms with ceased angiographic filling although the size of these aneurysms did not diminish or even increased on sectional imaging. We have also found aneurysms with no angiographical filling that increased in size on sectional imaging. This condition was not classified in the current angiographic follow-up classification. In addition, recently as also seen in our series, when used in the treatment of either bifurcation aneurysms or side wall aneurysms close to bifurcations, FDs are elongated covering the bifurcations and the branches. But when FDs are positioned including bifurcations, development of stenosis or occlusion on jailed branches are encountered more frequently than on parent arteries (14). Similarly, this is not present in the current outcome classification.
CONCLUSION

Flow diversion appears to be safer and more effective in small aneurysms. As such, this treatment can potentially be put forward as standard therapy for aneurysms amenable for treatment with this method in both anterior and posterior circulations. For larger aneurysms, the efficacy of flow diverters decrease but it is still comparatively high. A higher adverse event rate should be kept in mind especially in symptomatic patients with large aneurysms. The current recommendation of adjunctive coiling in patients with aneurysms of 15 mm or more in size was not supported by our findings.

REFERENCES


